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VI 1440579:1 COLIFORM BACTERIA ANALYSIS
March 18, 2014

Customer ID : 4-15877
City of Hanford
Attn: April Engen-Garza
900 S.10th Ave.
Hanford, CA 93230

System Number :
Project Name : Sludge Monitoring

Sample Handling Information

ID
Sample

Number
Sample Description

Sample
Type/Reason

Sampled By Employed By Sampled Started Finished

1 VI 1440579-001 Sludge Stockpile Waste-Other Neil Jessup FGL Environmental 02/27/2014 15:30 02/28/2014 12:45 LM 03/04/2014 LM

Analytical Results

ID Sample Description
Chlorine

Total/Free
Temp

°C
Method Units Total Fecal E. Coli Person Notified ‡

Date ‡
Notified

Time ‡
Notified

Foot
Note

1 Sludge Stockpile --- --- SM 9221B MPN/g 356000 1540 --- N/R

N/R Not Required. MPN Most Probable Number A/P Absence/Presence ‡ Client Notification details.

Analyses were performed using Standard Methods 22nd edition. If you have any questions regarding your results, please call.

RRH:GMA
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April 2, 2014       
        
City of Hanford Lab ID : VI 1440579   
Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 

Customer :  4-15877   

Laboratory Report 
 This Page is to be Stamped  

Introduction:  This report package contains total of 8 pages divided into 3 sections: 
  
  Case Narrative (2 pages) : An overview of the work performed at FGL. 
  Sample Results (1 page) : Results for each sample submitted. 
  Quality Control (5 pages) : Supporting Quality Control (QC) results. 

  
Case Narrative 

  
This Case Narrative pertains to the following samples: 
  

Sample Description 
Date 

Sampled 
Date 

Received 
FGL Lab ID # Matrix 

Sludge Stockpile 02/27/2014 02/27/2014 VI 1440579-001 Slg 
  
Sampling and Receipt Information: The sample was performed by FGL using the following methods 
(where applicable):  
  Bacteriological Sampling   - SOP:200900141   
  Grab sampling for liquids   - SOP:200900137   
  Composite sampling for liquids   - SOP:200900139   
  Grab sampling for solids   - SOP:200900142   
  Composite sampling for solids  - SOP:200900143   

  

Lab ID Analyte/Method 
Required Holding 

Time 
Actual Holding 

Time 
VI 1440579-001 % Solids 7  8 Days  
  
All samples arrived on ice. All samples were checked for pH if acid or base preservation is required 
(except for VOAs). For details of sample receipt information, please see the attached Chain of Custody 
and Condition Upon Receipt Form.  
  
Quality Control:  All samples were prepared and analyzed according to the following tables: 
  

Inorganic - Metals QC 

200.7 03/05/2014:203257 All analysis quality controls are within established criteria. 

 03/06/2014:203326 All analysis quality controls are within established criteria. 

245.1 03/05/2014:203223 All analysis quality controls are within established criteria. 
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April 2, 2014 Lab ID : VI 1440579   
City of Hanford Customer : 4-15877   
  

Inorganic - Metals QC 

3050 

03/05/2014:202524 All preparation quality controls are within established criteria, except: 
The following note applies to Barium, Copper: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
The following note applies to Barium, Copper: 
430 Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences 
affecting this analyte. 

7471 03/05/2014:202512 All preparation quality controls are within established criteria. 

  

Inorganic - Wet Chemistry QC 

2540G 03/07/2014:202599 All preparation quality controls are within established criteria. 

300 03/26/2014:203374 All preparation quality controls are within established criteria. 

300.0 03/26/2014:204600 All analysis quality controls are within established criteria. 

351.2 03/14/2014:202872 All preparation quality controls are within established criteria. 

4500HB 03/03/2014:203103 All analysis quality controls are within established criteria. 

4500NH3B 03/12/2014:202808 All preparation quality controls are within established criteria. 

4500NH3G 03/18/2014:203846 All analysis quality controls are within established criteria. 

9045C 03/03/2014:202433 All preparation quality controls are within established criteria. 

EPA351.2 03/18/2014:203843 All analysis quality controls are within established criteria. 

  
Discussion of Analytical Results: Case Narrative  
  
Results reported on a dry weight basis.  
  
Certification::  I certify that this data package is in compliance with ELAP standards, both technically 
and for completeness, except for any conditions listed above. Release of the data contained in this data 
package is authorized by the Laboratory Director or his designee, as verified by the following electronic 
signature.  
  
KD:DMBDigitial Signature Stamp Y = 09.5 

Approved By  Kelly A. Dunnahoo, B.S. 
Digitally signed by Kelly A. Dunnahoo, B.S.
Title: Laboratory Director
Date: 2014-04-03
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April 2, 2014 Lab ID : VI 1440579-001 
  Customer ID : 4-15877 
City of Hanford     

Sampled On : February 27, 2014-15:30 
Sampled By : Neil Jessup 
Received On : February 27, 2014-19:00 

Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 
  Matrix : Sludge 
Description : Sludge Stockpile 
Project : Sludge Monitoring  
 This Page is to be Stamped  

Sample Result - Inorganic 

Sample Preparation Sample Analysis 
Constituent Result PQL Units Note 

Method Date/ID Method Date/ID 
Metals, TotalG:1                 
Antimony ND 0.59 mg/kg   3050 03/05/14:202524 200.7 03/06/14:203326 
Arsenic 13.5 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Barium 292 0.36 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Beryllium ND 0.36 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Cadmium 1.35 0.36 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Chromium 25.5 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Cobalt 4.78 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Copper 417 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Lead 23.6 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Mercury 2.37 0.071* mg/kg   7471 03/05/14:202512 245.1 03/05/14:203223 
Molybdenum 13.0 1.2 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Nickel 24.3 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Selenium 7.24 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Silver 4.79 0.59 mg/kg   3050 03/05/14:202524 200.7 03/06/14:203326 
Thallium ND 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Vanadium 19.4 0.59 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Zinc 695 1.2 mg/kg   3050 03/05/14:202524 200.7 03/05/14:203257 
Wet ChemistryG:1                 
Nitrate Nitrogen 474 12* mg/kg   300 03/26/14:203374 300.0 03/26/14:204600 
Nitrogen, Organic 13800 -- mg/kg   4500NH3B 03/12/14:202808 4500NH3G 03/18/14:203846 
   Ammonia Nitrogen 6300 180* mg/kg   4500NH3B 03/12/14:202808 4500NH3G 03/18/14:203846 
   Kjeldahl Nitrogen 20100 960* mg/kg   351.2 03/14/14:202872 EPA351.2 03/18/14:203843 
Nitrogen, Total as Nitrogen 20600 -- mg/kg   351.2 03/14/14:202872 EPA351.2 03/18/14:203843 
   Nitrate + Nitrite as N 474 12* mg/kg   300 03/26/14:203374 300.0 03/26/14:204600 
   Kjeldahl Nitrogen 20100 960* mg/kg   351.2 03/14/14:202872 EPA351.2 03/18/14:203843 
pH 6.5 --* units   9045C 03/03/14:202433 4500HB 03/03/14:203103 
% Solids 84.3 0.1 %   2540G 03/07/14:202599 2540B 03/10/14:203380 
ND=Non-Detected. PQL=Practical Quantitation Limit. Containers: (G) Glass Jar Preservatives: N/A ‡Surrogate. * PQL adjusted for dilution. 
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 This Page is to be Stamped  
April 2, 2014 Lab ID : VI 1440579 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Antimony 200.7 03/06/14:203326AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0015 0.01   
      CCV ppm 1.000 98.7 % 90-110   
      CCB ppm   -0.0031 0.01   
Arsenic 200.7 03/05/14:203257AC CCV ppm 1.000 105 % 90-110   
      CCB ppm   -0.0001 0.01   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.0018 0.01   
Barium 200.7 03/05/14:203257AC CCV ppm 1.000 98.6 % 90-110   
      CCB ppm   0.00056 0.005   
      CCV ppm 1.000 100 % 90-110   
      CCB ppm   0.00015 0.005   
Beryllium 200.7 03/05/14:203257AC CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.00005 0.005   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.00008 0.005   
Cadmium 200.7 03/05/14:203257AC CCV ppm 1.000 103 % 90-110   
      CCB ppm   -0.00008 0.005   
      CCV ppm 1.000 100 % 90-110   
      CCB ppm   0.00005 0.005   
Chromium 200.7 03/05/14:203257AC CCV ppm 1.000 105 % 90-110   
      CCB ppm   -0.0002 0.01   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.0011 0.01   
Cobalt 200.7 03/05/14:203257AC CCV ppm 1.000 106 % 90-110   
      CCB ppm   -0.0003 0.01   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.00004 0.01   
Copper 200.7 03/05/14:203257AC CCV ppm 1.000 100 % 90-110   
      CCB ppm   0.0001 0.01   
      CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0002 0.01   
Lead 200.7 03/05/14:203257AC CCV ppm 1.000 107 % 90-110   
      CCB ppm   -0.0005 0.01   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.0003 0.01   
Molybdenum 200.7 03/05/14:203257AC CCV ppm 1.000 103 % 90-110   
      CCB ppm   -0.0007 0.01   
      CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0012 0.01   
Nickel 200.7 03/05/14:203257AC CCV ppm 1.000 106 % 90-110   
      CCB ppm   0.0009 0.01   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0017 0.01   
Selenium 200.7 03/05/14:203257AC CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0038 0.01   
      CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0009 0.01   
Silver 200.7 03/06/14:203326AC CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.00006 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0001 0.01   
Thallium 200.7 03/05/14:203257AC CCV ppm 1.000 105 % 90-110   
      CCB ppm   0.0013 0.01   
      CCV ppm 1.000 101 % 90-110   
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April 2, 2014 Lab ID : VI 1440579 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Thallium 200.7 03/05/14:203257AC CCB ppm   0.0018 0.01   
Vanadium 200.7 03/05/14:203257AC CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.00003 0.01   
      CCV ppm 1.000 100 % 90-110   
      CCB ppm   0.0003 0.01   
Zinc 200.7 03/05/14:203257AC CCV ppm 1.000 109 % 90-110   
      CCB ppm   -0.0021 0.02   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.0028 0.02   
Mercury 245.1 03/05/14:203223AC ICV ppb 4.000 102 % 90-110   
      ICB ppb   -0.05 20   
      CCV ppb 4.000 110 % 90-110   
      CCB ppb   -0.02 20   
Antimony 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 24.00 98.1 % 85-115   
      MS mg/kg 24.00 94.5 % 75-125   
    (CC 1480613-001) MSD mg/kg 24.00 103 % 75-125   
      MSRPD mg/kg 40.02 8.2% ≤20    
      PDS mg/kg 24.00 103 % 75-125   
Arsenic 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 99.4 % 85-115   
      MS mg/kg 40.00 98.0 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 106 % 75-125   
      MSRPD mg/kg 40.02 7.5% ≤20    
      PDS mg/kg 40.00 105 % 75-125   
Barium 3050 03/05/14:202524ac Blank mg/kg   ND <0.3    
      LCS mg/kg 40.02 101 % 85-115   
      MS mg/kg 40.02 73.4 % 75-125 435  
    (CC 1480613-001) MSD mg/kg 40.02 70.1 % 75-125 435  
      MSRPD mg/kg 40.02 1.3% ≤20    
      PDS mg/kg 40.02 71.0 % 75-125 430  
Beryllium 3050 03/05/14:202524ac Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 103 % 85-115   
      MS mg/kg 40.00 102 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 107 % 75-125   
      MSRPD mg/kg 40.02 5.2% ≤20    
      PDS mg/kg 40.00 108 % 75-125   
Cadmium 3050 03/05/14:202524ac Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 100 % 85-115   
      MS mg/kg 40.00 97.8 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 105 % 75-125   
      MSRPD mg/kg 40.02 7.0% ≤20    
      PDS mg/kg 40.00 106 % 75-125   
Chromium 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 103 % 85-115   
      MS mg/kg 40.00 98.2 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 105 % 75-125   
      MSRPD mg/kg 40.02 6.9% ≤20    
      PDS mg/kg 40.00 106 % 75-125   
Cobalt 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 103 % 85-115   
      MS mg/kg 40.00 99.1 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 107 % 75-125   
      MSRPD mg/kg 40.02 7.5% ≤20    
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April 2, 2014 Lab ID : VI 1440579 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Cobalt 3050 03/05/14:202524ac PDS mg/kg 40.00 107 % 75-125   
Copper 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 102 % 85-115   
      MS mg/kg 40.00 58.2 % 75-125 435  
    (CC 1480613-001) MSD mg/kg 40.00 35.6 % 75-125 435  
      MSRPD mg/kg 40.02 5.2% ≤20    
      PDS mg/kg 40.00 48.1 % 75-125 430  
Lead 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 102 % 85-115   
      MS mg/kg 40.00 96.9 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 105 % 75-125   
      MSRPD mg/kg 40.02 7.8% ≤20    
      PDS mg/kg 40.00 104 % 75-125   
Molybdenum 3050 03/05/14:202524ac Blank mg/kg   ND <1    
      LCS mg/kg 24.00 103 % 85-115   
      MS mg/kg 24.00 99.4 % 75-125   
    (CC 1480613-001) MSD mg/kg 24.00 107 % 75-125   
      MSRPD mg/kg 40.02 7.0% ≤20    
      PDS mg/kg 24.00 107 % 75-125   
Nickel 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 104 % 85-115   
      MS mg/kg 40.00 98.0 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 106 % 75-125   
      MSRPD mg/kg 40.02 8.0% ≤20    
      PDS mg/kg 40.00 106 % 75-125   
Selenium 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 102 % 85-115   
      MS mg/kg 40.00 99.8 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 107 % 75-125   
      MSRPD mg/kg 40.02 7.3% ≤20    
      PDS mg/kg 40.00 106 % 75-125   
Silver 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.02 101 % 85-115   
      MS mg/kg 40.02 107 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.02 110 % 75-125   
      MSRPD mg/kg 40.02 3.4% ≤20    
      PDS mg/kg 40.02 110 % 75-125   
Thallium 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 101 % 85-115   
      MS mg/kg 40.00 97.5 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 105 % 75-125   
      MSRPD mg/kg 40.02 7.0% ≤20    
      PDS mg/kg 40.00 105 % 75-125   
Vanadium 3050 03/05/14:202524ac Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 102 % 85-115   
      MS mg/kg 40.00 95.3 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 103 % 75-125   
      MSRPD mg/kg 40.02 6.6% ≤20    
      PDS mg/kg 40.00 103 % 75-125   
Zinc 3050 03/05/14:202524ac Blank mg/kg   ND <1    
      LCS mg/kg 40.00 102 % 85-115   
      MS mg/kg 40.00 90.1 % 75-125   
    (CC 1480613-001) MSD mg/kg 40.00 95.0 % 75-125   
      MSRPD mg/kg 40.02 3.5% ≤20    
          

Page 6 of 8

DENALI_002597



 
April 2, 2014 Lab ID : VI 1440579 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Zinc 3050 03/05/14:202524ac PDS mg/kg 40.00 95.3 % 75-125   
Mercury 7471 03/05/14:202512ac Blank mg/kg   ND <0.03    
      LCS mg/kg 0.2500 110 % 85-115   
      MS mg/kg 0.2500 -139 % <¼   
    (VI 1440579-001) MSD mg/kg 0.2500 -232 % <¼   
      MSRPD mg/kg 0.2500 15.1% ≤20    
Wet Chem                 
% Solids 2540G 03/07/14:202599jmg Blank %   ND <0.1    
    (SP 1402565-001) Dup %   0.4% 23.9   
Nitrate 300 03/26/14:203374CHL Blank mg/kg   ND <4    
      LCS mg/kg 200.0 99.4 % 85-115   
      MS mg/kg 399.2 83.4 % 19-212   
    (SP 1403035-001) MSD mg/kg 399.2 104 % 19-212   
      MSRPD mg/kg 99.80 10% ≤33    
  300.0 03/26/14:204600CHL ICV ppm 40.00 99.5 % 90-110   
      CCV ppm 20.00 104 % 90-110   
Nitrogen, Total Kjeldahl 351.2 03/14/14:202872jmg Blank mg/kg   ND <50    
      LCS mg/kg 600.0 85.6 % 31-149   
      MS mg/kg 500.0 84.2 % 0-189   
    (VI 1440579-001) MSD mg/kg 500.0 -150 % <¼   
      MSRPD mg/kg 500.0 7.0% ≤80    
pH 4500HB 03/03/14:203103CJJ CCV units 8.000 100 % 95-105   
      CCV units 8.000 100 % 95-105   
Ammonia Nitrogen 4500NH3B 03/12/14:202808CJJ Blank mg/kg   ND <7.48    
      LCS mg/kg 140.2 112 % 75-127   
      MS mg/kg 150.0 -680 % <¼   
    (VI 1440579-001) MSD mg/kg 141.5 -482 % <¼   
      MSRPD mg/kg 141.5 7.6% ≤26.5    
  4500NH3G 03/18/14:203846AMB CCB mg/L   -0.063 0.2   
      CCV mg/L 2.000 106 % 90-110   
      CCB mg/L   -0.158 0.2   
      CCV mg/L 2.000 105 % 90-110   
pH 9045C (VI 1440579-001) Dup units   0.8% 5.84   
Nitrogen, Total Kjeldahl EPA351.2 03/18/14:203843AMB CCB mg/L   -0.274 0.5   
      CCV mg/L 1.000 90.4 % 90-110   
      CCB mg/L   -0.137 0.5   
      CCV mg/L 1.000 94.5 % 90-110   
Definition   
PDS : PDS failed, matrix - Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this 

analyte. 
ICV : Initial Calibration Verification - Analyzed to verify the instrument calibration is within criteria. 
ICB : Initial Calibration Blank - Analyzed to verify the instrument baseline is within criteria. 
CCV : Continuing Calibration Verification - Analyzed to verify the instrument calibration is within criteria. 
CCB : Continuing Calibration Blank - Analyzed to verify the instrument baseline is within criteria. 
Blank : Method Blank - Prepared to verify that the preparation process is not contributing contamination to the samples. 
LCS : Laboratory Control Standard/Sample - Prepared to verify that the preparation process is not affecting analyte recovery. 
MS : Matrix Spikes - A random sample is spiked with a known amount of analyte. The recoveries are an indication of how that sample 

matrix affects analyte recovery. 
MSD : Matrix Spike Duplicate of MS/MSD pair - A random sample duplicate is spiked with a known amount of analyted. The recoveries 

are an indication of how that sample matrix affects analyte recovery. 
Dup : Duplicate Sample - A random sample with each batch is prepared and analyzed in duplicate. The relative percent difference is an 

indication of precision for the preparation and analysis. 
MSRPD : MS/MSD Relative Percent Difference (RPD) - The MS relative percent difference is an indication of precision for the preparation 

and analysis. 
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April 2, 2014 Lab ID : VI 1440579 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Definition   
ND : Non-detect - Result was below the DQO listed for the analyte. 
<¼ : High Sample Background - Spike concentration was less than one forth of the sample concentration. 
DQO : Data Quality Objective - This is the criteria against which the quality control data is compared. 
Explanation   
430 : Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this analyte. 
435 : Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
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Bacteriological Results Page: 1

VI 1344352:1 COLIFORM BACTERIA ANALYSIS
November 13, 2013

Customer ID : 4-15877
City of Hanford
Attn: April Engen-Garza
900 S.10th Ave.
Hanford, CA 93230

System Number :
Project Name : Sludge Monitoring

Sample Handling Information

ID
Sample

Number
Sample Description

Sample
Type/Reason

Sampled By Employed By Sampled Started Finished

1 VI 1344352-001 Sludge Stockpile Waste-Other Neil Jessup FGL Environmental 11/05/2013 16:30 11/06/2013 12:41 LM 11/08/2013 LM

Analytical Results

ID Sample Description
Chlorine

Total/Free
Temp

°C
Method Units Total Fecal E. Coli Person Notified ‡

Date ‡
Notified

Time ‡
Notified

Foot
Note

1 Sludge Stockpile --- --- SM 9221B MPN/g 53600 32200 --- N/R

N/R Not Required. MPN Most Probable Number A/P Absence/Presence ‡ Client Notification details.

Analyses were performed using Standard Methods 20th edition. If you have any questions regarding your results, please call.

RRH:SMH

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Reviewed and
Approved By  Raquel R. Harvey 

Digitally signed by Raquel R. Harvey
Title: Tech Director Microbiology
Date: 2013-11-13
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November 25, 2013       
        
City of Hanford Lab ID : VI 1344352   
Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 

Customer :  4-15877   

Laboratory Report 
 This Page is to be Stamped  

Introduction:  This report package contains total of 9 pages divided into 3 sections: 
  
  Case Narrative (3 pages) : An overview of the work performed at FGL. 
  Sample Results (1 page) : Results for each sample submitted. 
  Quality Control (5 pages) : Supporting Quality Control (QC) results. 

  
Case Narrative 

  
This Case Narrative pertains to the following samples: 
  

Sample Description 
Date 

Sampled 
Date 

Received 
FGL Lab ID # Matrix 

Sludge Stockpile 11/05/2013 11/05/2013 VI 1344352-001 Slg 
  
Sampling and Receipt Information: The sample was performed by FGL using the following methods 
(where applicable):  
  Bacteriological Sampling   - SOP:200900141   
  Grab sampling for liquids   - SOP:200900137   
  Composite sampling for liquids   - SOP:200900139   
  Grab sampling for solids   - SOP:200900142   
  Composite sampling for solids  - SOP:200900143   
  
All samples were received, prepared and analyzed within the method specified holding times. All 
samples arrived on ice. All samples were checked for pH if acid or base preservation is required (except 
for VOAs). For details of sample receipt information, please see the attached Chain of Custody and 
Condition Upon Receipt Form.  
  
Quality Control:  All samples were prepared and analyzed according to the following tables: 
  

Inorganic - Metals QC 

200.7 11/13/2013:216906 All analysis quality controls are within established criteria. 

 11/14/2013:216969 All analysis quality controls are within established criteria. 

245.1 11/13/2013:216879 All analysis quality controls are within established criteria. 

3050 11/13/2013:213042 All preparation quality controls are within established criteria, except: 

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775
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November 25, 2013 Lab ID : VI 1344352   
City of Hanford Customer : 4-15877   
  

Inorganic - Metals QC 

3050 

The following note applies to Barium, Chromium, Nickel, Zinc, Silver, Arsenic, Beryllium, Cadmium, 
Cobalt, Copper, Molybdenum, Lead, Antimony, Seleniu: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
The following note applies to Silver, Arsenic, Beryllium, Cadmium, Cobalt, Copper, Molybdenum, Lead, 
Antimony, Selenium, Thallium, Vanadium: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
The following note applies to Silver, Arsenic, Barium, Beryllium, Cadmium, Cobalt, Chromium, Copper, 
Molybdenum, Nickel, Lead, Antimony, Selenium, Tha: 
430 Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences 
affecting this analyte. 

7471 
11/13/2013:213051 All preparation quality controls are within established criteria, except: 
The following note applies to Mercury: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 

  

Inorganic - Wet Chemistry QC 

2540G 11/06/2013:212758 All preparation quality controls are within established criteria. 

300 11/16/2013:213161 All preparation quality controls are within established criteria. 

300.0 11/17/2013:217086 All analysis quality controls are within established criteria. 

351.2 11/13/2013:212603 All preparation quality controls are within established criteria. 

4500HB 11/11/2013:216761 All analysis quality controls are within established criteria. 

4500NH3B 
11/22/2013:213505 All preparation quality controls are within established criteria, except: 
The following note applies to Ammonia Nitrogen: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 

4500NH3G 11/25/2013:217424 All analysis quality controls are within established criteria. 

9045C 11/11/2013:212964 All preparation quality controls are within established criteria. 

EPA351.2 11/14/2013:216908 All analysis quality controls are within established criteria. 
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November 25, 2013 Lab ID : VI 1344352   
City of Hanford Customer : 4-15877   
  
Discussion of Analytical Results: Case Narrative  
  
Results reported on a dry weight basis.  
  
Certification::  I certify that this data package is in compliance with NELAC standards, both 
technically and for completeness, except for any conditions listed above. Release of the data contained 
in this data package is authorized by the Laboratory Director or his designee, as verified by the 
following electronic signature.  
  
KD:DMBDigitial Signature Stamp Y = 03.9 

Approved By  Kelly A. Dunnahoo, B.S. 
Digitally signed by Kelly A. Dunnahoo, B.S.
Title: Laboratory Director
Date: 2013-11-27
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November 25, 2013 Lab ID : VI 1344352-001 
  Customer ID : 4-15877 
City of Hanford     

Sampled On : November 5, 2013-16:30 
Sampled By : Neil Jessup 
Received On : November 5, 2013-19:00 

Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 
  Matrix : Sludge 
Description : Sludge Stockpile 
Project : Sludge Monitoring  
 This Page is to be Stamped  

Sample Result - Inorganic 

Sample Preparation Sample Analysis 
Constituent Result PQL Units Note 

Method Date/ID Method Date/ID 
Metals, TotalG:1                 
Antimony ND 5.4* mg/kg   3050 11/13/13:213042 200.7 11/14/13:216969 
Arsenic 14.4 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Barium 275 0.32 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Beryllium ND 0.32 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Cadmium 1.37 0.32 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Chromium 19.4 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Cobalt 4.44 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Copper 406 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Lead 20.7 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Mercury 2.16 0.064* mg/kg   7471 11/13/13:213051 245.1 11/13/13:216879 
Molybdenum 12.2 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Nickel 20.3 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Selenium 7.60 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Silver 4.37 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Thallium ND 5.4* mg/kg   3050 11/13/13:213042 200.7 11/14/13:216969 
Vanadium 18.3 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Zinc 639 1.1 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Wet ChemistryG:1                 
Nitrate Nitrogen 600 11* mg/kg   300 11/16/13:213161 300.0 11/17/13:217086 
Nitrogen, Organic 17300 -- mg/kg   4500NH3B 11/22/13:213505 4500NH3G 11/25/13:217424 
   Ammonia Nitrogen 4040 430* mg/kg   4500NH3B 11/22/13:213505 4500NH3G 11/25/13:217424 
   Kjeldahl Nitrogen 21300 1400* mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
Nitrogen, Total as Nitrogen 21900 -- mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
   Nitrate + Nitrite as N 600 11* mg/kg   300 11/16/13:213161 300.0 11/17/13:217086 
   Kjeldahl Nitrogen 21300 1400* mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
pH 6.4 -- units   9045C 11/11/13:212964 4500HB 11/11/13:216761 
% Solids 93.3 0.1 %   2540G 11/06/13:212758 2540B 11/09/13:216644 
ND=Non-Detected. PQL=Practical Quantitation Limit. Containers: (G) Glass Jar Preservatives: N/A ‡Surrogate. * PQL adjusted for dilution. 
  

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775
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 This Page is to be Stamped  
November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Antimony 200.7 11/14/13:216969AC CCV ppm 1.000 98.5 % 90-110   
      CCB ppm   -0.0036 0.01   
      CCV ppm 1.000 95.9 % 90-110   
      CCB ppm   -0.0020 0.01   
Arsenic 200.7 11/13/13:216906AC CCV ppm 1.000 99.3 % 90-110   
      CCB ppm   0.0019 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0029 0.01   
Barium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.00009 0.005   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.00013 0.005   
Beryllium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.00005 0.005   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.00004 0.005   
Cadmium 200.7 11/13/13:216906AC CCV ppm 1.000 99.6 % 90-110   
      CCB ppm   -0.00015 0.005   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   -0.00026 0.005   
Chromium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0002 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0002 0.01   
Cobalt 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0018 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0014 0.01   
Copper 200.7 11/13/13:216906AC CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.0002 0.01   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0003 0.01   
Lead 200.7 11/13/13:216906AC CCV ppm 1.000 99.8 % 90-110   
      CCB ppm   0.0042 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0013 0.01   
Molybdenum 200.7 11/13/13:216906AC CCV ppm 1.000 100 % 90-110   
      CCB ppm   0.0016 0.01   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0018 0.01   
Nickel 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0007 0.01   
      CCV ppm 1.000 105 % 90-110   
      CCB ppm   0.0006 0.01   
Selenium 200.7 11/13/13:216906AC CCV ppm 1.000 97.9 % 90-110   
      CCB ppm   -0.0074 0.01   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.0006 0.01   
Silver 200.7 11/13/13:216906AC CCV ppm 1.000 99.8 % 90-110   
      CCB ppm   -0.00006 0.01   
      CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0002 0.01   
Thallium 200.7 11/14/13:216969AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0022 0.01   
      CCV ppm 1.000 98.6 % 90-110   
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November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Thallium 200.7 11/14/13:216969AC CCB ppm   0.0008 0.01   
Vanadium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0006 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0001 0.01   
Zinc 200.7 11/13/13:216906AC CCV ppm 1.000 98.1 % 90-110   
      CCB ppm   -0.0027 0.02   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0039 0.02   
Mercury 245.1 11/13/13:216879AC CCV ppb 4.000 94.5 % 90-110   
      CCB ppb   0.004 10   
      CCV ppb 4.000 95.2 % 90-110   
      CCB ppb   0.003 10   
Antimony 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 24.00 90.3 % 85-115   
      MS mg/kg 24.00 92.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 24.00 62.5 % 75-125 435  
      MSRPD mg/kg 40.02 37.0% ≤20  435  
      PDS mg/kg 24.00 51.4 % 75-125 430  
Arsenic 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 92.0 % 85-115   
      MS mg/kg 40.00 93.5 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 63.5 % 75-125 435  
      MSRPD mg/kg 40.02 37.3% ≤20  435  
      PDS mg/kg 40.00 51.3 % 75-125 430  
Barium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.02 94.8 % 85-115   
      MS mg/kg 40.02 66.6 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.02 26.2 % 75-125 435  
      MSRPD mg/kg 40.02 15.2% ≤20    
      PDS mg/kg 40.02 51.0 % 75-125 430  
Beryllium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 96.1 % 85-115   
      MS mg/kg 40.00 94.9 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 66.3 % 75-125 435  
      MSRPD mg/kg 40.02 35.3% ≤20  435  
      PDS mg/kg 40.00 52.8 % 75-125 430  
Cadmium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 93.2 % 85-115   
      MS mg/kg 40.00 93.6 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 65.9 % 75-125 435  
      MSRPD mg/kg 40.02 34.5% ≤20  435  
      PDS mg/kg 40.00 52.5 % 75-125 430  
Chromium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 54.7 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 27.6 % 75-125 435  
      MSRPD mg/kg 40.02 14.6% ≤20    
      PDS mg/kg 40.00 37.6 % 75-125 430  
Cobalt 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 95.5 % 85-115   
      MS mg/kg 40.00 89.7 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 58.8 % 75-125 435  
      MSRPD mg/kg 40.02 30.0% ≤20  435  
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November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Cobalt 3050 11/13/13:213042AMB PDS mg/kg 40.00 50.9 % 75-125 430  
Copper 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.2 % 85-115   
      MS mg/kg 40.00 85.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 48.7 % 75-125 435  
      MSRPD mg/kg 40.02 24.0% ≤20  435  
      PDS mg/kg 40.00 51.3 % 75-125 430  
Lead 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 83.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 58.0 % 75-125 435  
      MSRPD mg/kg 40.02 28.8% ≤20  435  
      PDS mg/kg 40.00 48.8 % 75-125 430  
Molybdenum 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 24.00 95.5 % 85-115   
      MS mg/kg 24.00 93.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 24.00 65.6 % 75-125 435  
      MSRPD mg/kg 40.02 34.6% ≤20  435  
      PDS mg/kg 24.00 52.9 % 75-125 430  
Nickel 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 96.5 % 85-115   
      MS mg/kg 40.00 61.5 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 26.3 % 75-125 435  
      MSRPD mg/kg 40.02 17.2% ≤20    
      PDS mg/kg 40.00 43.5 % 75-125 430  
Selenium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 92.2 % 85-115   
      MS mg/kg 40.00 95.4 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 66.0 % 75-125 435  
      MSRPD mg/kg 40.02 36.2% ≤20  435  
      PDS mg/kg 40.00 52.2 % 75-125 430  
Silver 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.02 91.1 % 85-115   
      MS mg/kg 40.02 96.5 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.02 65.9 % 75-125 435  
      MSRPD mg/kg 40.02 37.7% ≤20  435  
      PDS mg/kg 40.02 52.2 % 75-125 430  
Thallium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 93.0 % 85-115   
      MS mg/kg 40.00 80.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 59.2 % 75-125 435  
      MSRPD mg/kg 40.02 30.3% ≤20  435  
      PDS mg/kg 40.00 45.0 % 75-125 430  
Vanadium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 99.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 53.5 % 75-125 435  
      MSRPD mg/kg 40.02 28.8% ≤20  435  
      PDS mg/kg 40.00 54.0 % 75-125 430  
Zinc 3050 11/13/13:213042AMB Blank mg/kg   ND <1    
      LCS mg/kg 40.00 93.0 % 85-115   
      MS mg/kg 40.00 22.8 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 8.0 % 75-125 435  
      MSRPD mg/kg 40.02 5.3% ≤20    
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November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Zinc 3050 11/13/13:213042AMB PDS mg/kg 40.00 33.5 % 75-125 430  
Mercury 7471 11/13/13:213051AC Blank mg/kg   ND <0.03    
      LCS mg/kg 0.2500 97.2 % 85-115   
      MS mg/kg 0.2500 62.3 % 75-125 435  
    (SP 1311722-001) MSD mg/kg 0.2500 57.5 % 75-125 435  
      MSRPD mg/kg 0.2500 4.3% ≤20    
Wet Chem                 
% Solids 2540G 11/06/13:212758jmg Blank %   ND <0.1    
    (SP 1311722-001) Dup %   0.1% 23.9   
Nitrate 300 11/16/13:213161CHL Blank mg/kg   ND <4    
      LCS mg/kg 200.0 107 % 85-115   
      MS mg/kg 394.5 71.9 % 19-212   
    (SP 1311791-001) MSD mg/kg 393.7 79.4 % 19-212   
      MSRPD mg/kg 98.43 9.6% ≤33    
  300.0 11/17/13:217086CHL CCV ppm 20.00 103 % 90-110   
      CCV ppm 20.00 108 % 90-110   
Nitrogen, Total Kjeldahl 351.2 11/13/13:212603jmg Blank mg/kg   ND <50    
      LCS mg/kg 600.0 92.7 % 31-149   
      MS mg/kg 774.2 -1660 % <¼   
    (VI 1344412-001) MSD mg/kg 750.0 -1710 % <¼   
      MSRPD mg/kg 750.0 0.1% ≤80    
pH 4500HB 11/11/13:216761CJJ CCV units 8.000 100 % 95-105   
      CCV units 8.000 100 % 95-105   
Ammonia Nitrogen 4500NH3B 11/22/13:213505CJJ Blank mg/kg   ND <0.8    
      LCS mg/kg 15.00 114 % 75-127   
      MS mg/kg 138.9 -729 % <¼   
    (VI 1344348-001) MSD mg/kg 147.1 266 % <¼   
      MSRPD mg/kg 147.1 37.2% ≤26.5  435  
  4500NH3G 11/25/13:217424AMB CCB mg/L   -0.083 0.2   
      CCV mg/L 2.000 99.0 % 90-110   
      CCB mg/L   -0.063 0.2   
      CCV mg/L 2.000 102 % 90-110   
pH 9045C (VI 1344348-001) Dup units   2.0% 5.84   
Nitrogen, Total Kjeldahl EPA351.2 11/14/13:216908AMB CCB mg/L   0.367 0.5   
      CCV mg/L 1.000 93.6 % 90-110   
      CCB mg/L   0.329 0.5   
      CCV mg/L 1.000 102 % 90-110   
Definition   
PDS : PDS failed, matrix - Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this 

analyte. 
CCV : Continuing Calibration Verification - Analyzed to verify the instrument calibration is within criteria. 
CCB : Continuing Calibration Blank - Analyzed to verify the instrument baseline is within criteria. 
Blank : Method Blank - Prepared to verify that the preparation process is not contributing contamination to the samples. 
LCS : Laboratory Control Standard/Sample - Prepared to verify that the preparation process is not affecting analyte recovery. 
MS : Matrix Spikes - A random sample is spiked with a known amount of analyte. The recoveries are an indication of how that sample 

matrix affects analyte recovery. 
MSD : Matrix Spike Duplicate of MS/MSD pair - A random sample duplicate is spiked with a known amount of analyted. The recoveries 

are an indication of how that sample matrix affects analyte recovery. 
Dup : Duplicate Sample - A random sample with each batch is prepared and analyzed in duplicate. The relative percent difference is an 

indication of precision for the preparation and analysis. 
MSRPD : MS/MSD Relative Percent Difference (RPD) - The MS relative percent difference is an indication of precision for the preparation 

and analysis. 
ND : Non-detect - Result was below the DQO listed for the analyte. 
<¼ : High Sample Background - Spike concentration was less than one forth of the sample concentration. 
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November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Definition   
DQO : Data Quality Objective - This is the criteria against which the quality control data is compared. 
Explanation   
430 : Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this analyte. 
435 : Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
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Bacteriological Results Page: 1

VI 1344412:1 COLIFORM BACTERIA ANALYSIS
November 15, 2013

Customer ID : 4-15877
City of Hanford
Attn: April Engen-Garza
900 S.10th Ave.
Hanford, CA 93230

System Number :
Project Name : Sludge Monitoring

Sample Handling Information

ID
Sample

Number
Sample Description

Sample
Type/Reason

Sampled By Employed By Sampled Started Finished

1 VI 1344412-001 Sludge Stockpile Waste-Other Neil Jessup FGL Environmental 11/05/2013 16:15 11/06/2013 12:37 LM 11/09/2013 LM

Analytical Results

ID Sample Description
Chlorine

Total/Free
Temp

°C
Method Units Total Fecal E. Coli Person Notified ‡

Date ‡
Notified

Time ‡
Notified

Foot
Note

1 Sludge Stockpile --- --- SM 9221B MPN/g 54500 12000 --- N/R

N/R Not Required. MPN Most Probable Number A/P Absence/Presence ‡ Client Notification details.

Analyses were performed using Standard Methods 20th edition. If you have any questions regarding your results, please call.

RRH:SMH

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Reviewed and
Approved By  Raquel R. Harvey 

Digitally signed by Raquel R. Harvey
Title: Tech Director Microbiology
Date: 2013-11-15
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November 27, 2013       
        
City of Hanford Lab ID : VI 1344412   
Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 

Customer :  4-15877   

Laboratory Report 
 This Page is to be Stamped  

Introduction:  This report package contains total of 9 pages divided into 3 sections: 
  
  Case Narrative (3 pages) : An overview of the work performed at FGL. 
  Sample Results (1 page) : Results for each sample submitted. 
  Quality Control (5 pages) : Supporting Quality Control (QC) results. 

  
Case Narrative 

  
This Case Narrative pertains to the following samples: 
  

Sample Description 
Date 

Sampled 
Date 

Received 
FGL Lab ID # Matrix 

Sludge Stockpile 11/05/2013 11/05/2013 VI 1344412-001 Slg 
  
Sampling and Receipt Information: The sample was performed by FGL using the following methods 
(where applicable):  
  Bacteriological Sampling   - SOP:200900141   
  Grab sampling for liquids   - SOP:200900137   
  Composite sampling for liquids   - SOP:200900139   
  Grab sampling for solids   - SOP:200900142   
  Composite sampling for solids  - SOP:200900143   
  
All samples were received, prepared and analyzed within the method specified holding times. All 
samples arrived on ice. All samples were checked for pH if acid or base preservation is required (except 
for VOAs). For details of sample receipt information, please see the attached Chain of Custody and 
Condition Upon Receipt Form.  
  
Quality Control:  All samples were prepared and analyzed according to the following tables: 
  

Inorganic - Metals QC 

200.7 11/13/2013:216906 All analysis quality controls are within established criteria. 

 11/26/2013:217589 All analysis quality controls are within established criteria. 

 11/27/2013:217607 All analysis quality controls are within established criteria. 

245.1 11/13/2013:216879 All analysis quality controls are within established criteria. 

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775
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November 27, 2013 Lab ID : VI 1344412   
City of Hanford Customer : 4-15877   
  

Inorganic - Metals QC 

3050 

11/13/2013:213042 All preparation quality controls are within established criteria, except: 
The following note applies to Barium, Chromium, Nickel, Zinc, Silver, Arsenic, Beryllium, Cadmium, 
Cobalt, Copper, Molybdenum, Lead, Antimony, Seleniu: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
The following note applies to Silver, Arsenic, Beryllium, Cadmium, Cobalt, Copper, Molybdenum, Lead, 
Antimony, Selenium, Thallium, Vanadium: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
The following note applies to Silver, Arsenic, Barium, Beryllium, Cadmium, Cobalt, Chromium, Copper, 
Molybdenum, Nickel, Lead, Antimony, Selenium, Tha: 
430 Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences 
affecting this analyte. 

7471 
11/13/2013:213051 All preparation quality controls are within established criteria, except: 
The following note applies to Mercury: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 

  

Inorganic - Wet Chemistry QC 

2540G 11/12/2013:213030 All preparation quality controls are within established criteria. 

300 11/16/2013:213161 All preparation quality controls are within established criteria. 

300.0 11/17/2013:217086 All analysis quality controls are within established criteria. 

351.2 11/13/2013:212603 All preparation quality controls are within established criteria. 

4500HB 11/11/2013:216761 All analysis quality controls are within established criteria. 

4500NH3B 
11/22/2013:213505 All preparation quality controls are within established criteria, except: 
The following note applies to Ammonia Nitrogen: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 

4500NH3G 11/25/2013:217424 All analysis quality controls are within established criteria. 

9045C 11/11/2013:212964 All preparation quality controls are within established criteria. 

EPA351.2 11/14/2013:216908 All analysis quality controls are within established criteria. 
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November 27, 2013 Lab ID : VI 1344412   
City of Hanford Customer : 4-15877   
  
Discussion of Analytical Results: Case Narrative  
  
Results reported on a dry weight basis.  
  
Certification::  I certify that this data package is in compliance with NELAC standards, both 
technically and for completeness, except for any conditions listed above. Release of the data contained 
in this data package is authorized by the Laboratory Director or his designee, as verified by the 
following electronic signature.  
  
KD:CEADigitial Signature Stamp Y = 03.9 

Approved By  Kelly A. Dunnahoo, B.S. 
Digitally signed by Kelly A. Dunnahoo, B.S.
Title: Laboratory Director
Date: 2013-11-27
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November 27, 2013 Lab ID : VI 1344412-001 
  Customer ID : 4-15877 
City of Hanford     

Sampled On : November 5, 2013-16:15 
Sampled By : Neil Jessup 
Received On : November 5, 2013-19:00 

Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 
  Matrix : Sludge 
Description : Sludge Stockpile 
Project : Sludge Monitoring  
 This Page is to be Stamped  

Sample Result - Inorganic 

Sample Preparation Sample Analysis 
Constituent Result PQL Units Note 

Method Date/ID Method Date/ID 
Metals, TotalG:1                 
Antimony ND 2.7* mg/kg   3050 11/13/13:213042 200.7 11/27/13:217607 
Arsenic 12.1 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Barium 259 0.33 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Beryllium ND 0.33 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Cadmium 1.10 0.33 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Chromium 19.2 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Cobalt 5.16 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Copper 338 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Lead 18.5 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Mercury 2.33 0.065* mg/kg   7471 11/13/13:213051 245.1 11/13/13:216879 
Molybdenum 9.23 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Nickel 20.0 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Selenium 5.73 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Silver 4.01 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Thallium ND 0.55 mg/kg   3050 11/13/13:213042 200.7 11/26/13:217589 
Vanadium 22.2 0.55 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Zinc 531 1.1 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Wet ChemistryG:1                 
Nitrate Nitrogen 578 11* mg/kg   300 11/16/13:213161 300.0 11/17/13:217086 
Nitrogen, Organic 23700 -- mg/kg   4500NH3B 11/22/13:213505 4500NH3G 11/25/13:217424 
   Ammonia Nitrogen 5160 420* mg/kg   4500NH3B 11/22/13:213505 4500NH3G 11/25/13:217424 
   Kjeldahl Nitrogen 28900 1400* mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
Nitrogen, Total as Nitrogen 29500 -- mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
   Nitrate + Nitrite as N 578 11* mg/kg   300 11/16/13:213161 300.0 11/17/13:217086 
   Kjeldahl Nitrogen 28900 1400* mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
pH 6.2 -- units   9045C 11/11/13:212964 4500HB 11/11/13:216761 
% Solids 91.7 0.1 %   2540G 11/12/13:213030 2540B 11/13/13:216865 
ND=Non-Detected. PQL=Practical Quantitation Limit. Containers: (G) Glass Jar Preservatives: N/A ‡Surrogate. * PQL adjusted for dilution. 
  

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
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Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Office & Laboratory
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San Luis Obispo, CA 93401
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FAX: (805)783-2912
CA ELAP Certification No. 2775
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 This Page is to be Stamped  
November 27, 2013 Lab ID : VI 1344412 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Antimony 200.7 11/27/13:217607AC CCV ppm 1.000 96.4 % 90-110   
      CCB ppm   0.0012 0.01   
      CCV ppm 1.000 96.2 % 90-110   
      CCB ppm   -0.0014 0.01   
Arsenic 200.7 11/13/13:216906AC CCV ppm 1.000 99.3 % 90-110   
      CCB ppm   0.0019 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0029 0.01   
Barium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.00009 0.005   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.00013 0.005   
Beryllium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.00005 0.005   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.00004 0.005   
Cadmium 200.7 11/13/13:216906AC CCV ppm 1.000 99.6 % 90-110   
      CCB ppm   -0.00015 0.005   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   -0.00026 0.005   
Chromium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0002 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0002 0.01   
Cobalt 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0018 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0014 0.01   
Copper 200.7 11/13/13:216906AC CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.0002 0.01   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0003 0.01   
Lead 200.7 11/13/13:216906AC CCV ppm 1.000 99.8 % 90-110   
      CCB ppm   0.0042 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0013 0.01   
Molybdenum 200.7 11/13/13:216906AC CCV ppm 1.000 100 % 90-110   
      CCB ppm   0.0016 0.01   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0018 0.01   
Nickel 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0007 0.01   
      CCV ppm 1.000 105 % 90-110   
      CCB ppm   0.0006 0.01   
Selenium 200.7 11/13/13:216906AC CCV ppm 1.000 97.9 % 90-110   
      CCB ppm   -0.0074 0.01   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.0006 0.01   
Silver 200.7 11/13/13:216906AC CCV ppm 1.000 99.8 % 90-110   
      CCB ppm   -0.00006 0.01   
      CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0002 0.01   
Thallium 200.7 11/26/13:217589AC CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0027 0.01   
      CCV ppm 1.000 98.3 % 90-110   
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November 27, 2013 Lab ID : VI 1344412 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Thallium 200.7 11/26/13:217589AC CCB ppm   0.0023 0.01   
Vanadium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0006 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0001 0.01   
Zinc 200.7 11/13/13:216906AC CCV ppm 1.000 98.1 % 90-110   
      CCB ppm   -0.0027 0.02   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0039 0.02   
Mercury 245.1 11/13/13:216879AC CCV ppb 4.000 94.5 % 90-110   
      CCB ppb   0.004 10   
      CCV ppb 4.000 95.2 % 90-110   
      CCB ppb   0.003 10   
Antimony 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 24.00 90.3 % 85-115   
      MS mg/kg 24.00 92.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 24.00 62.5 % 75-125 435  
      MSRPD mg/kg 40.02 37.0% ≤20  435  
      PDS mg/kg 24.00 51.4 % 75-125 430  
Arsenic 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 92.0 % 85-115   
      MS mg/kg 40.00 93.5 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 63.5 % 75-125 435  
      MSRPD mg/kg 40.02 37.3% ≤20  435  
      PDS mg/kg 40.00 51.3 % 75-125 430  
Barium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.02 94.8 % 85-115   
      MS mg/kg 40.02 66.6 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.02 26.2 % 75-125 435  
      MSRPD mg/kg 40.02 15.2% ≤20    
      PDS mg/kg 40.02 51.0 % 75-125 430  
Beryllium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 96.1 % 85-115   
      MS mg/kg 40.00 94.9 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 66.3 % 75-125 435  
      MSRPD mg/kg 40.02 35.3% ≤20  435  
      PDS mg/kg 40.00 52.8 % 75-125 430  
Cadmium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 93.2 % 85-115   
      MS mg/kg 40.00 93.6 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 65.9 % 75-125 435  
      MSRPD mg/kg 40.02 34.5% ≤20  435  
      PDS mg/kg 40.00 52.5 % 75-125 430  
Chromium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 54.7 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 27.6 % 75-125 435  
      MSRPD mg/kg 40.02 14.6% ≤20    
      PDS mg/kg 40.00 37.6 % 75-125 430  
Cobalt 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 95.5 % 85-115   
      MS mg/kg 40.00 89.7 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 58.8 % 75-125 435  
      MSRPD mg/kg 40.02 30.0% ≤20  435  
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November 27, 2013 Lab ID : VI 1344412 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Cobalt 3050 11/13/13:213042AMB PDS mg/kg 40.00 50.9 % 75-125 430  
Copper 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.2 % 85-115   
      MS mg/kg 40.00 85.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 48.7 % 75-125 435  
      MSRPD mg/kg 40.02 24.0% ≤20  435  
      PDS mg/kg 40.00 51.3 % 75-125 430  
Lead 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 83.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 58.0 % 75-125 435  
      MSRPD mg/kg 40.02 28.8% ≤20  435  
      PDS mg/kg 40.00 48.8 % 75-125 430  
Molybdenum 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 24.00 95.5 % 85-115   
      MS mg/kg 24.00 93.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 24.00 65.6 % 75-125 435  
      MSRPD mg/kg 40.02 34.6% ≤20  435  
      PDS mg/kg 24.00 52.9 % 75-125 430  
Nickel 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 96.5 % 85-115   
      MS mg/kg 40.00 61.5 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 26.3 % 75-125 435  
      MSRPD mg/kg 40.02 17.2% ≤20    
      PDS mg/kg 40.00 43.5 % 75-125 430  
Selenium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 92.2 % 85-115   
      MS mg/kg 40.00 95.4 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 66.0 % 75-125 435  
      MSRPD mg/kg 40.02 36.2% ≤20  435  
      PDS mg/kg 40.00 52.2 % 75-125 430  
Silver 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.02 91.1 % 85-115   
      MS mg/kg 40.02 96.5 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.02 65.9 % 75-125 435  
      MSRPD mg/kg 40.02 37.7% ≤20  435  
      PDS mg/kg 40.02 52.2 % 75-125 430  
Thallium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 93.0 % 85-115   
      MS mg/kg 40.00 80.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 59.2 % 75-125 435  
      MSRPD mg/kg 40.02 30.3% ≤20  435  
      PDS mg/kg 40.00 45.0 % 75-125 430  
Vanadium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 99.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 53.5 % 75-125 435  
      MSRPD mg/kg 40.02 28.8% ≤20  435  
      PDS mg/kg 40.00 54.0 % 75-125 430  
Zinc 3050 11/13/13:213042AMB Blank mg/kg   ND <1    
      LCS mg/kg 40.00 93.0 % 85-115   
      MS mg/kg 40.00 22.8 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 8.0 % 75-125 435  
      MSRPD mg/kg 40.02 5.3% ≤20    
          

Page 7 of 9

DENALI_002619



 
November 27, 2013 Lab ID : VI 1344412 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Zinc 3050 11/13/13:213042AMB PDS mg/kg 40.00 33.5 % 75-125 430  
Mercury 7471 11/13/13:213051AC Blank mg/kg   ND <0.03    
      LCS mg/kg 0.2500 97.2 % 85-115   
      MS mg/kg 0.2500 62.3 % 75-125 435  
    (SP 1311722-001) MSD mg/kg 0.2500 57.5 % 75-125 435  
      MSRPD mg/kg 0.2500 4.3% ≤20    
Wet Chem                 
% Solids 2540G 11/12/13:213030jmg Blank %   ND <0.1    
    (VI 1344412-001) Dup %   0.6% 23.9   
Nitrate 300 11/16/13:213161CHL Blank mg/kg   ND <4    
      LCS mg/kg 200.0 107 % 85-115   
      MS mg/kg 394.5 71.9 % 19-212   
    (SP 1311791-001) MSD mg/kg 393.7 79.4 % 19-212   
      MSRPD mg/kg 98.43 9.6% ≤33    
  300.0 11/17/13:217086CHL CCV ppm 20.00 108 % 90-110   
      CCV ppm 20.00 105 % 90-110   
Nitrogen, Total Kjeldahl 351.2 11/13/13:212603jmg Blank mg/kg   ND <50    
      LCS mg/kg 600.0 92.7 % 31-149   
      MS mg/kg 774.2 -1660 % <¼   
    (VI 1344412-001) MSD mg/kg 750.0 -1710 % <¼   
      MSRPD mg/kg 750.0 0.1% ≤80    
pH 4500HB 11/11/13:216761CJJ CCV units 8.000 100 % 95-105   
      CCV units 8.000 100 % 95-105   
Ammonia Nitrogen 4500NH3B 11/22/13:213505CJJ Blank mg/kg   ND <0.8    
      LCS mg/kg 15.00 114 % 75-127   
      MS mg/kg 138.9 -729 % <¼   
    (VI 1344348-001) MSD mg/kg 147.1 266 % <¼   
      MSRPD mg/kg 147.1 37.2% ≤26.5  435  
  4500NH3G 11/25/13:217424AMB CCB mg/L   -0.083 0.2   
      CCV mg/L 2.000 99.0 % 90-110   
      CCB mg/L   -0.063 0.2   
      CCV mg/L 2.000 102 % 90-110   
pH 9045C (VI 1344348-001) Dup units   2.0% 5.84   
Nitrogen, Total Kjeldahl EPA351.2 11/14/13:216908AMB CCB mg/L   0.367 0.5   
      CCV mg/L 1.000 93.6 % 90-110   
      CCB mg/L   0.329 0.5   
      CCV mg/L 1.000 102 % 90-110   
Definition   
PDS : PDS failed, matrix - Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this 

analyte. 
CCV : Continuing Calibration Verification - Analyzed to verify the instrument calibration is within criteria. 
CCB : Continuing Calibration Blank - Analyzed to verify the instrument baseline is within criteria. 
Blank : Method Blank - Prepared to verify that the preparation process is not contributing contamination to the samples. 
LCS : Laboratory Control Standard/Sample - Prepared to verify that the preparation process is not affecting analyte recovery. 
MS : Matrix Spikes - A random sample is spiked with a known amount of analyte. The recoveries are an indication of how that sample 

matrix affects analyte recovery. 
MSD : Matrix Spike Duplicate of MS/MSD pair - A random sample duplicate is spiked with a known amount of analyted. The recoveries 

are an indication of how that sample matrix affects analyte recovery. 
Dup : Duplicate Sample - A random sample with each batch is prepared and analyzed in duplicate. The relative percent difference is an 

indication of precision for the preparation and analysis. 
MSRPD : MS/MSD Relative Percent Difference (RPD) - The MS relative percent difference is an indication of precision for the preparation 

and analysis. 
ND : Non-detect - Result was below the DQO listed for the analyte. 
<¼ : High Sample Background - Spike concentration was less than one forth of the sample concentration. 
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November 27, 2013 Lab ID : VI 1344412 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Definition   
DQO : Data Quality Objective - This is the criteria against which the quality control data is compared. 
Explanation   
430 : Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this analyte. 
435 : Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
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Bacteriological Results Page: 1

VI 1344352:1 COLIFORM BACTERIA ANALYSIS
November 13, 2013

Customer ID : 4-15877
City of Hanford
Attn: April Engen-Garza
900 S.10th Ave.
Hanford, CA 93230

System Number :
Project Name : Sludge Monitoring

Sample Handling Information

ID
Sample

Number
Sample Description

Sample
Type/Reason

Sampled By Employed By Sampled Started Finished

1 VI 1344352-001 Sludge Stockpile Waste-Other Neil Jessup FGL Environmental 11/05/2013 16:30 11/06/2013 12:41 LM 11/08/2013 LM

Analytical Results

ID Sample Description
Chlorine

Total/Free
Temp

°C
Method Units Total Fecal E. Coli Person Notified ‡

Date ‡
Notified

Time ‡
Notified

Foot
Note

1 Sludge Stockpile --- --- SM 9221B MPN/g 53600 32200 --- N/R

N/R Not Required. MPN Most Probable Number A/P Absence/Presence ‡ Client Notification details.

Analyses were performed using Standard Methods 20th edition. If you have any questions regarding your results, please call.

RRH:SMH

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Reviewed and
Approved By  Raquel R. Harvey 

Digitally signed by Raquel R. Harvey
Title: Tech Director Microbiology
Date: 2013-11-13
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November 25, 2013       
        
City of Hanford Lab ID : VI 1344352   
Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 

Customer :  4-15877   

Laboratory Report 
 This Page is to be Stamped  

Introduction:  This report package contains total of 9 pages divided into 3 sections: 
  
  Case Narrative (3 pages) : An overview of the work performed at FGL. 
  Sample Results (1 page) : Results for each sample submitted. 
  Quality Control (5 pages) : Supporting Quality Control (QC) results. 

  
Case Narrative 

  
This Case Narrative pertains to the following samples: 
  

Sample Description 
Date 

Sampled 
Date 

Received 
FGL Lab ID # Matrix 

Sludge Stockpile 11/05/2013 11/05/2013 VI 1344352-001 Slg 
  
Sampling and Receipt Information: The sample was performed by FGL using the following methods 
(where applicable):  
  Bacteriological Sampling   - SOP:200900141   
  Grab sampling for liquids   - SOP:200900137   
  Composite sampling for liquids   - SOP:200900139   
  Grab sampling for solids   - SOP:200900142   
  Composite sampling for solids  - SOP:200900143   
  
All samples were received, prepared and analyzed within the method specified holding times. All 
samples arrived on ice. All samples were checked for pH if acid or base preservation is required (except 
for VOAs). For details of sample receipt information, please see the attached Chain of Custody and 
Condition Upon Receipt Form.  
  
Quality Control:  All samples were prepared and analyzed according to the following tables: 
  

Inorganic - Metals QC 

200.7 11/13/2013:216906 All analysis quality controls are within established criteria. 

 11/14/2013:216969 All analysis quality controls are within established criteria. 

245.1 11/13/2013:216879 All analysis quality controls are within established criteria. 

3050 11/13/2013:213042 All preparation quality controls are within established criteria, except: 

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775
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November 25, 2013 Lab ID : VI 1344352   
City of Hanford Customer : 4-15877   
  

Inorganic - Metals QC 

3050 

The following note applies to Barium, Chromium, Nickel, Zinc, Silver, Arsenic, Beryllium, Cadmium, 
Cobalt, Copper, Molybdenum, Lead, Antimony, Seleniu: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
The following note applies to Silver, Arsenic, Beryllium, Cadmium, Cobalt, Copper, Molybdenum, Lead, 
Antimony, Selenium, Thallium, Vanadium: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
The following note applies to Silver, Arsenic, Barium, Beryllium, Cadmium, Cobalt, Chromium, Copper, 
Molybdenum, Nickel, Lead, Antimony, Selenium, Tha: 
430 Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences 
affecting this analyte. 

7471 
11/13/2013:213051 All preparation quality controls are within established criteria, except: 
The following note applies to Mercury: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 

  

Inorganic - Wet Chemistry QC 

2540G 11/06/2013:212758 All preparation quality controls are within established criteria. 

300 11/16/2013:213161 All preparation quality controls are within established criteria. 

300.0 11/17/2013:217086 All analysis quality controls are within established criteria. 

351.2 11/13/2013:212603 All preparation quality controls are within established criteria. 

4500HB 11/11/2013:216761 All analysis quality controls are within established criteria. 

4500NH3B 
11/22/2013:213505 All preparation quality controls are within established criteria, except: 
The following note applies to Ammonia Nitrogen: 
435 Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 

4500NH3G 11/25/2013:217424 All analysis quality controls are within established criteria. 

9045C 11/11/2013:212964 All preparation quality controls are within established criteria. 

EPA351.2 11/14/2013:216908 All analysis quality controls are within established criteria. 
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November 25, 2013 Lab ID : VI 1344352   
City of Hanford Customer : 4-15877   
  
Discussion of Analytical Results: Case Narrative  
  
Results reported on a dry weight basis.  
  
Certification::  I certify that this data package is in compliance with NELAC standards, both 
technically and for completeness, except for any conditions listed above. Release of the data contained 
in this data package is authorized by the Laboratory Director or his designee, as verified by the 
following electronic signature.  
  
KD:DMBDigitial Signature Stamp Y = 03.9 

Approved By  Kelly A. Dunnahoo, B.S. 
Digitally signed by Kelly A. Dunnahoo, B.S.
Title: Laboratory Director
Date: 2013-11-27
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November 25, 2013 Lab ID : VI 1344352-001 
  Customer ID : 4-15877 
City of Hanford     

Sampled On : November 5, 2013-16:30 
Sampled By : Neil Jessup 
Received On : November 5, 2013-19:00 

Attn: April Engen-Garza 
900 S.10th Ave. 
Hanford, CA 93230 
  Matrix : Sludge 
Description : Sludge Stockpile 
Project : Sludge Monitoring  
 This Page is to be Stamped  

Sample Result - Inorganic 

Sample Preparation Sample Analysis 
Constituent Result PQL Units Note 

Method Date/ID Method Date/ID 
Metals, TotalG:1                 
Antimony ND 5.4* mg/kg   3050 11/13/13:213042 200.7 11/14/13:216969 
Arsenic 14.4 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Barium 275 0.32 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Beryllium ND 0.32 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Cadmium 1.37 0.32 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Chromium 19.4 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Cobalt 4.44 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Copper 406 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Lead 20.7 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Mercury 2.16 0.064* mg/kg   7471 11/13/13:213051 245.1 11/13/13:216879 
Molybdenum 12.2 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Nickel 20.3 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Selenium 7.60 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Silver 4.37 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Thallium ND 5.4* mg/kg   3050 11/13/13:213042 200.7 11/14/13:216969 
Vanadium 18.3 0.54 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Zinc 639 1.1 mg/kg   3050 11/13/13:213042 200.7 11/13/13:216906 
Wet ChemistryG:1                 
Nitrate Nitrogen 600 11* mg/kg   300 11/16/13:213161 300.0 11/17/13:217086 
Nitrogen, Organic 17300 -- mg/kg   4500NH3B 11/22/13:213505 4500NH3G 11/25/13:217424 
   Ammonia Nitrogen 4040 430* mg/kg   4500NH3B 11/22/13:213505 4500NH3G 11/25/13:217424 
   Kjeldahl Nitrogen 21300 1400* mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
Nitrogen, Total as Nitrogen 21900 -- mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
   Nitrate + Nitrite as N 600 11* mg/kg   300 11/16/13:213161 300.0 11/17/13:217086 
   Kjeldahl Nitrogen 21300 1400* mg/kg   351.2 11/13/13:212603 EPA351.2 11/14/13:216908 
pH 6.4 -- units   9045C 11/11/13:212964 4500HB 11/11/13:216761 
% Solids 93.3 0.1 %   2540G 11/06/13:212758 2540B 11/09/13:216644 
ND=Non-Detected. PQL=Practical Quantitation Limit. Containers: (G) Glass Jar Preservatives: N/A ‡Surrogate. * PQL adjusted for dilution. 
  

Corporate Offices & Laboratory
853 Corporation Street
Santa Paula, CA 93060
TEL: (805)392-2000
Env FAX: (805)525-4172 / Ag FAX: (805)392-2063
CA NELAP Certification No. 01110CA

Office & Laboratory
2500 Stagecoach Road
Stockton, CA 95215
TEL: (209)942-0182
FAX: (209)942-0423
CA ELAP Certification No. 1563

Office & Laboratory
563 E. Lindo Avenue
Chico, CA 95926
TEL: (530)343-5818
FAX: (530)343-3807
CA ELAP Certification No. 2670

Office & Laboratory
9415 W. Goshen Avenue
Visalia, CA 93291
TEL: (559)734-9473
FAX: (559)734-8435
CA ELAP Certification No. 2810

Office & Laboratory
3442 Empresa Drive, Suite D
San Luis Obispo, CA 93401
TEL: (805)783-2940
FAX: (805)783-2912
CA ELAP Certification No. 2775
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 This Page is to be Stamped  
November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Antimony 200.7 11/14/13:216969AC CCV ppm 1.000 98.5 % 90-110   
      CCB ppm   -0.0036 0.01   
      CCV ppm 1.000 95.9 % 90-110   
      CCB ppm   -0.0020 0.01   
Arsenic 200.7 11/13/13:216906AC CCV ppm 1.000 99.3 % 90-110   
      CCB ppm   0.0019 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0029 0.01   
Barium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.00009 0.005   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.00013 0.005   
Beryllium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.00005 0.005   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.00004 0.005   
Cadmium 200.7 11/13/13:216906AC CCV ppm 1.000 99.6 % 90-110   
      CCB ppm   -0.00015 0.005   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   -0.00026 0.005   
Chromium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0002 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0002 0.01   
Cobalt 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0018 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0014 0.01   
Copper 200.7 11/13/13:216906AC CCV ppm 1.000 102 % 90-110   
      CCB ppm   0.0002 0.01   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0003 0.01   
Lead 200.7 11/13/13:216906AC CCV ppm 1.000 99.8 % 90-110   
      CCB ppm   0.0042 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0013 0.01   
Molybdenum 200.7 11/13/13:216906AC CCV ppm 1.000 100 % 90-110   
      CCB ppm   0.0016 0.01   
      CCV ppm 1.000 103 % 90-110   
      CCB ppm   0.0018 0.01   
Nickel 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0007 0.01   
      CCV ppm 1.000 105 % 90-110   
      CCB ppm   0.0006 0.01   
Selenium 200.7 11/13/13:216906AC CCV ppm 1.000 97.9 % 90-110   
      CCB ppm   -0.0074 0.01   
      CCV ppm 1.000 102 % 90-110   
      CCB ppm   -0.0006 0.01   
Silver 200.7 11/13/13:216906AC CCV ppm 1.000 99.8 % 90-110   
      CCB ppm   -0.00006 0.01   
      CCV ppm 1.000 101 % 90-110   
      CCB ppm   -0.0002 0.01   
Thallium 200.7 11/14/13:216969AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0022 0.01   
      CCV ppm 1.000 98.6 % 90-110   
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November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Thallium 200.7 11/14/13:216969AC CCB ppm   0.0008 0.01   
Vanadium 200.7 11/13/13:216906AC CCV ppm 1.000 101 % 90-110   
      CCB ppm   0.0006 0.01   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   0.0001 0.01   
Zinc 200.7 11/13/13:216906AC CCV ppm 1.000 98.1 % 90-110   
      CCB ppm   -0.0027 0.02   
      CCV ppm 1.000 104 % 90-110   
      CCB ppm   -0.0039 0.02   
Mercury 245.1 11/13/13:216879AC CCV ppb 4.000 94.5 % 90-110   
      CCB ppb   0.004 10   
      CCV ppb 4.000 95.2 % 90-110   
      CCB ppb   0.003 10   
Antimony 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 24.00 90.3 % 85-115   
      MS mg/kg 24.00 92.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 24.00 62.5 % 75-125 435  
      MSRPD mg/kg 40.02 37.0% ≤20  435  
      PDS mg/kg 24.00 51.4 % 75-125 430  
Arsenic 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 92.0 % 85-115   
      MS mg/kg 40.00 93.5 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 63.5 % 75-125 435  
      MSRPD mg/kg 40.02 37.3% ≤20  435  
      PDS mg/kg 40.00 51.3 % 75-125 430  
Barium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.02 94.8 % 85-115   
      MS mg/kg 40.02 66.6 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.02 26.2 % 75-125 435  
      MSRPD mg/kg 40.02 15.2% ≤20    
      PDS mg/kg 40.02 51.0 % 75-125 430  
Beryllium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 96.1 % 85-115   
      MS mg/kg 40.00 94.9 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 66.3 % 75-125 435  
      MSRPD mg/kg 40.02 35.3% ≤20  435  
      PDS mg/kg 40.00 52.8 % 75-125 430  
Cadmium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.3    
      LCS mg/kg 40.00 93.2 % 85-115   
      MS mg/kg 40.00 93.6 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 65.9 % 75-125 435  
      MSRPD mg/kg 40.02 34.5% ≤20  435  
      PDS mg/kg 40.00 52.5 % 75-125 430  
Chromium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 54.7 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 27.6 % 75-125 435  
      MSRPD mg/kg 40.02 14.6% ≤20    
      PDS mg/kg 40.00 37.6 % 75-125 430  
Cobalt 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 95.5 % 85-115   
      MS mg/kg 40.00 89.7 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 58.8 % 75-125 435  
      MSRPD mg/kg 40.02 30.0% ≤20  435  
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Quality Control - Inorganic 

Constituent Method Date/ID Type Units Conc. QC Data DQO Note 

Metals                 
Cobalt 3050 11/13/13:213042AMB PDS mg/kg 40.00 50.9 % 75-125 430  
Copper 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.2 % 85-115   
      MS mg/kg 40.00 85.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 48.7 % 75-125 435  
      MSRPD mg/kg 40.02 24.0% ≤20  435  
      PDS mg/kg 40.00 51.3 % 75-125 430  
Lead 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 83.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 58.0 % 75-125 435  
      MSRPD mg/kg 40.02 28.8% ≤20  435  
      PDS mg/kg 40.00 48.8 % 75-125 430  
Molybdenum 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 24.00 95.5 % 85-115   
      MS mg/kg 24.00 93.8 % 75-125   
    (CH 1377217-002) MSD mg/kg 24.00 65.6 % 75-125 435  
      MSRPD mg/kg 40.02 34.6% ≤20  435  
      PDS mg/kg 24.00 52.9 % 75-125 430  
Nickel 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 96.5 % 85-115   
      MS mg/kg 40.00 61.5 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 26.3 % 75-125 435  
      MSRPD mg/kg 40.02 17.2% ≤20    
      PDS mg/kg 40.00 43.5 % 75-125 430  
Selenium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 92.2 % 85-115   
      MS mg/kg 40.00 95.4 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 66.0 % 75-125 435  
      MSRPD mg/kg 40.02 36.2% ≤20  435  
      PDS mg/kg 40.00 52.2 % 75-125 430  
Silver 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.02 91.1 % 85-115   
      MS mg/kg 40.02 96.5 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.02 65.9 % 75-125 435  
      MSRPD mg/kg 40.02 37.7% ≤20  435  
      PDS mg/kg 40.02 52.2 % 75-125 430  
Thallium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 93.0 % 85-115   
      MS mg/kg 40.00 80.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 59.2 % 75-125 435  
      MSRPD mg/kg 40.02 30.3% ≤20  435  
      PDS mg/kg 40.00 45.0 % 75-125 430  
Vanadium 3050 11/13/13:213042AMB Blank mg/kg   ND <0.5    
      LCS mg/kg 40.00 94.6 % 85-115   
      MS mg/kg 40.00 99.3 % 75-125   
    (CH 1377217-002) MSD mg/kg 40.00 53.5 % 75-125 435  
      MSRPD mg/kg 40.02 28.8% ≤20  435  
      PDS mg/kg 40.00 54.0 % 75-125 430  
Zinc 3050 11/13/13:213042AMB Blank mg/kg   ND <1    
      LCS mg/kg 40.00 93.0 % 85-115   
      MS mg/kg 40.00 22.8 % 75-125 435  
    (CH 1377217-002) MSD mg/kg 40.00 8.0 % 75-125 435  
      MSRPD mg/kg 40.02 5.3% ≤20    
          

Page 7 of 9

DENALI_002629



 
November 25, 2013 Lab ID : VI 1344352 
City of Hanford Customer : 4-15877 

Quality Control - Inorganic 
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Metals                 
Zinc 3050 11/13/13:213042AMB PDS mg/kg 40.00 33.5 % 75-125 430  
Mercury 7471 11/13/13:213051AC Blank mg/kg   ND <0.03    
      LCS mg/kg 0.2500 97.2 % 85-115   
      MS mg/kg 0.2500 62.3 % 75-125 435  
    (SP 1311722-001) MSD mg/kg 0.2500 57.5 % 75-125 435  
      MSRPD mg/kg 0.2500 4.3% ≤20    
Wet Chem                 
% Solids 2540G 11/06/13:212758jmg Blank %   ND <0.1    
    (SP 1311722-001) Dup %   0.1% 23.9   
Nitrate 300 11/16/13:213161CHL Blank mg/kg   ND <4    
      LCS mg/kg 200.0 107 % 85-115   
      MS mg/kg 394.5 71.9 % 19-212   
    (SP 1311791-001) MSD mg/kg 393.7 79.4 % 19-212   
      MSRPD mg/kg 98.43 9.6% ≤33    
  300.0 11/17/13:217086CHL CCV ppm 20.00 103 % 90-110   
      CCV ppm 20.00 108 % 90-110   
Nitrogen, Total Kjeldahl 351.2 11/13/13:212603jmg Blank mg/kg   ND <50    
      LCS mg/kg 600.0 92.7 % 31-149   
      MS mg/kg 774.2 -1660 % <¼   
    (VI 1344412-001) MSD mg/kg 750.0 -1710 % <¼   
      MSRPD mg/kg 750.0 0.1% ≤80    
pH 4500HB 11/11/13:216761CJJ CCV units 8.000 100 % 95-105   
      CCV units 8.000 100 % 95-105   
Ammonia Nitrogen 4500NH3B 11/22/13:213505CJJ Blank mg/kg   ND <0.8    
      LCS mg/kg 15.00 114 % 75-127   
      MS mg/kg 138.9 -729 % <¼   
    (VI 1344348-001) MSD mg/kg 147.1 266 % <¼   
      MSRPD mg/kg 147.1 37.2% ≤26.5  435  
  4500NH3G 11/25/13:217424AMB CCB mg/L   -0.083 0.2   
      CCV mg/L 2.000 99.0 % 90-110   
      CCB mg/L   -0.063 0.2   
      CCV mg/L 2.000 102 % 90-110   
pH 9045C (VI 1344348-001) Dup units   2.0% 5.84   
Nitrogen, Total Kjeldahl EPA351.2 11/14/13:216908AMB CCB mg/L   0.367 0.5   
      CCV mg/L 1.000 93.6 % 90-110   
      CCB mg/L   0.329 0.5   
      CCV mg/L 1.000 102 % 90-110   
Definition   
PDS : PDS failed, matrix - Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this 

analyte. 
CCV : Continuing Calibration Verification - Analyzed to verify the instrument calibration is within criteria. 
CCB : Continuing Calibration Blank - Analyzed to verify the instrument baseline is within criteria. 
Blank : Method Blank - Prepared to verify that the preparation process is not contributing contamination to the samples. 
LCS : Laboratory Control Standard/Sample - Prepared to verify that the preparation process is not affecting analyte recovery. 
MS : Matrix Spikes - A random sample is spiked with a known amount of analyte. The recoveries are an indication of how that sample 

matrix affects analyte recovery. 
MSD : Matrix Spike Duplicate of MS/MSD pair - A random sample duplicate is spiked with a known amount of analyted. The recoveries 

are an indication of how that sample matrix affects analyte recovery. 
Dup : Duplicate Sample - A random sample with each batch is prepared and analyzed in duplicate. The relative percent difference is an 

indication of precision for the preparation and analysis. 
MSRPD : MS/MSD Relative Percent Difference (RPD) - The MS relative percent difference is an indication of precision for the preparation 

and analysis. 
ND : Non-detect - Result was below the DQO listed for the analyte. 
<¼ : High Sample Background - Spike concentration was less than one forth of the sample concentration. 
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Quality Control - Inorganic 

Definition   
DQO : Data Quality Objective - This is the criteria against which the quality control data is compared. 
Explanation   
430 : Post Digestion Spike (PDS) not within Acceptance Range (AR) because of matrix interferences affecting this analyte. 
435 : Sample matrix may be affecting this analyte. Data was accepted based on the LCS or CCV recovery. 
          
 

Page 9 of 9

DENALI_002631


	Pages from 02.27.14.pdf
	11.05.13(2)
	11.05.13(3)
	11.05.13



